Arthroscopic treatment of an impinging mobile bearing in a unicompartmental knee arthroplasty.
We report a case of impingement between the mobile bearing of a unicompartmental knee arthroplasty and the edge of the tibial eminence. The diagnosis was confirmed and the impingement successfully treated arthroscopically.